Context: Measuring testicular volume (TV) by orchidometer is the standard method of male pubertal staging. A paucity of evidence exists as to its inter-and intra-observer reliability and the impact of clinicians' gender, training and experience on accuracy.
| INTRODUC TI ON
Testicular volume (TV) estimation is central to the assessment of male pubertal status. Methods vary from scrotal ultrasound and callipers, to approximations using different ellipsoid calculations derived from measurements of the three dimensions of the testicle. 1, 2 The most commonly used method in the paediatric outpatient setting is the Prader orchidometer, which utilizes comparison of the patient's testicle to ellipsoid beads of increasing size (usually 1-25 mL), although larger sizes may be used in andrology. Volumes 1-3 mL are prepubertal, a change to a TV of 4 mLs indicates the onset of puberty, and adult sizes range from 12 to 25+ mLs. Penile enlargement, pubic hair growth and height gain complete the constellation of puberty. Accurate confirmation of precocious puberty (TV of >3 mL before the age of 9 years) is important, prompting urgent brain imaging, as a neurological pathology is the most common aetiology.
The majority of testicular mass comprises of seminiferous tubules, responsible for spermatogenesis, and thus, assessment of adult TV is used as a surrogate marker of function in urology and andrology.
Despite its widespread use and popularity over the last 50 years, there is a paucity of research examining the accuracy and reliability of orchidometer estimations of TV. A handful of studies have been conducted, the majority assessing urologists or andrologists, 6 ,7 but only one evaluating paediatricians 10 and three studies including prepubertal and pubertal range children. 7, 9, 10 The numbers of observers have been ten or fewer, and interobserver variation has been found to be high. 6, 8, 9 The only study reporting low interobserver variation compared the findings of three examiners. 7 Two studies have shown good intra-observer reliability, but neither controlled for recall bias, both using examination of patients on two consecutive days. 6, 8 Accuracy has been evaluated either by ultrasound, with its own incumbent variability, or displacement measurements (following bilateral orchidectomy for advanced prostatic cancer). [1] [2] [3] [4] We set out to evaluate the accuracy and inter-and intra-observer variability of TV estimation in a large cohort of UK-based paediatricians, using specifically engineered simulation models. Simulation enables accuracy to be established through sophisticated engineering and manufacturing techniques, removes biological variability and allows control of factors such as ambient temperature and scrotal skin thickness. In addition, it facilitates assessment of large numbers, enabling the impact of experience, training and gender to be evaluated and a reduction in recall bias when assessing intra-observer variability.
| MATERIAL AND ME THODS
Three methodological approaches were taken for the three different stages of this research: simulation model design and development, TV assessment and data analyses.
| Simulation model design and development
The primary criteria were a realistic feeling to the testicular model and volume accuracy. Testicular implants are only manufactured in adult sizes (Nagor Ltd, Glasgow, UK) but offered a benchmark for synthetic texture and feel that was accepted as "real." The realism of the simulation models was compared to the adult implants and assessed employing an off-the-shelf industry standard, Sauter HBA 0-100 compact handheld durometer with drag indicator (from RS Components
Ltd., Corby, UK), with a manufacturer's stated accuracy of within ±3%.
This was measured against the Shore Durometer Hardness scale (the industry standard for polymers, elastomers and rubbers) 11, 12 using the measured hardness of the Nagor Testicular implant as a target value (Shore Durometer = A-05). Later this was sense checked by qualitative feedback from 20 participants (consultant paediatric endocrinologists, endocrinology trainees and specialist nurses) in a pilot study.
13
Volume accuracy was assessed via water displacement.
The volume and radial dimension measurements were taken from
Prader orchidometers and combined with the implant data. These data were used to define a parametric three-dimensional (3D) computer-aided design (CAD) testis and scrotum model, which, on entering a desired TV, generates the appropriately sized 3D CAD testis and scrotum. These CAD models were used as input data for computer numerical control (CNC) machines to generate 3D printed casting tools and subsequent physical models. Various methods and materials were studied for casting testes to most closely approximate the texture and feel of the testicular implants using measures of Shore hardness. Following design engineering challenges such as shrinkage during curing and excessively hard testicles, the implant manufacturer, Nagor Ltd, kindly agreed to cast the implants in silicon, to our size specifications. The volumes of the final models were all 100% accurate and the Shore Hardness values all consistent with the adult testicular implants. Qualitative feedback from clinicians confirmed that this version of the simulation models was sufficiently realistic.
3D printer moulds were used to create latex scrotum by painting the moulds with multiple layers of liquid latex, allowing each layer to cure.
The scrotum was fixed to latex "briefs" that were created following the same process, painting them directly onto child shop mannequins. The implants were placed in the latex scrotum, with an aqueous based lubricant, sealed and the underwear applied to the mannequins ( Figure 1 ).
The testicular volumes chosen were selected to represent both a range in size and allow closer scrutiny of the peripubertal TVs, where clinical decision making may be more critical. The 4 mL testis was displayed both with a 3 mL and a 5 mL testis to examine how asymmetry and smaller/larger testes influence estimations. Across three child mannequins the testicular sizes were:
1. Right 3 mL, left 4 mL 2. Right 5 mL, left 4 mL 3. Right 20 mL, left 10 mL
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| Assessment
The study was conducted in November 2015, over the three-day 
| Data analysis
The data were entered, stored and analysed using Microsoft 
| RE SULTS
Data were collected from 215 different delegates, 75%, were female. Consultants accounted for 50% of participants, 30% were specialist paediatric endocrinology trainees (with a minimum of seven years' postgraduate medical experience but variable paediatric endocrinology exposure), 9% endocrinology clinical nurse specialists, and 11% were a mixture of recently qualified doctors, medical students, clinical scientists and other professionals. The majority of participants (60%) had <5 years of experience in paediatric endocrinology, 25% had <6 months or no previous experience and 19% had worked in the specialty for more than 10 years. Only 25% had received any formal training/teaching in assessing testicular volumes.
There was variation in the preferred method of assessment, with 54% examining patients recumbent and 46% standing.
Approximately 65% of participants assessed TV by feeling and looking, 13% by feel alone, 19% mainly by feel and 3% mainly by looking.
The 215 participants generated 1284 individual TV estimations.
Overall, the correct TV was identified on 33% (margin of error 2.6%) of occasions. Overestimation by one size occurred in 25% (margin of error 2.4%) of estimations and underestimations by one size in 18% (margin of error 2.1%) (Figure 2 ). In over a fifth of cases (22% Figure 3 ). The 10 mL testis was overestimated by almost two-thirds of participants and was the testis volume most likely to be inaccurately judged (83%). The accuracy of the two 4 mL testis assessments was 36%-39%, and there was an appreciable difference in the estimation depending on whether it was paired with a 3 mL testis (40% underestimations and 21% overestimations) or a 5 mL testis (13% underestimations and 51% overestimations). Individuals' ratings appear biased by a tendency to favour concordant testicular sizes and impose biological symmetry. Those with more than 10 years of experience correctly identified the TV 38% of times, whereas those with <6 months or no experience only produced correct estimations 26% and 30% of times, respectively. Analysed by professional-grade consultants were no more accurate in their estimations than non-consultants (P = 0.13).
Almost 35% of consultant estimations were correct, compared to 29% of medical students and other professionals, 32% for specialist paediatric endocrinology trainees and 27% of endocrine nurse specialists ( Figure 4 ). Gender made no difference to estimations of testicular volume.
| D ISCUSS I ON
Overall accuracy was poor, with poor interobserver reliability scores.
The volume of the testicular prostheses correctly identified on only 33% of occasions. On 43% of occasions, the TV was either underestimated or overestimated by one size, resulting in a significant discrepancy between the estimates and the actual volume in almost a quarter of TV estimations. There was a greater tendency to overestimation (37% compared to 28%), which is in keeping with previous studies. 3,6-8 Intra-observer variability was also significant with individuals correctly ascribing the same TV as previously on only 39%
of occasions and differences in more than one size on the second estimation in 20%. The Fleiss Kappa score measuring agreement between observers and observations showed only slight agreement. Both inter-and intra-observer variabilities have been shown to be high in the previous studies but numbers of testes examined has been small, numbers of observers between 2 and 10, and none compared to an exact, known volume (ultrasound or post-orchidectomy water displacement were used as comparators). 6, 8, 10 The only report of high levels of accuracy and correlation between and within observers studied three urologists and patients examined on two consecutive days, introducing the possibility of recall bias. 7 The greatest variance in the estimation of TV occurred with the 10 mL testicular prosthesis. There was no correlation between increasing size and improved or reduced accuracy, in contrast to studies where estimates have been reported to be more accurate at larger volumes 6, 7 and vice versa. 
28.7
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Data are presented for each testicular prosthesis-3, 4 mL (paired with 3 mL prosthesis), 4 mL (paired with 5 mL prosthesis), 5, 10 and 20 mL together with overall accuracy. The bold values indicates the accurate measurements and the overall accuracy measurements.
less accurate than those with greater experience in the specialty. We hope that the results of this study will prompt clinicians to reflect on measurement error within medicine, and paediatric endocrinology Training for all, in particular those new to the specialty, may improve the accuracy and requires further study.
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